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A VOLTAGE-PROGRAMMABLE LOW-FREQUENCY FUNCTION 
GENERATOR WITH PLUG-IN VERSATILITY 

A new generator produces sine, square, and 

triangular signals as low as 0.01 hertz either 

unmodulated or with various modulations. 



S. 



>m\ii fifteen vims ago, engineers at 
Hewlett-Packard designed a Low Fre- 
quency Function Generator which 
overcitme bothersome characteristics 
l hat had troubled previous low h. 
quern \ generators, i.e.. £requen< \ drift, 
and long-term amplitude mstabilit) 
following a change in frequency, By 
means 61 a rinuit approach that dif- 
fered considerably I mm established 
os< illator designs, this generator { hp- 
Model 202A) was able to have a fre- 
quency range that extended to as low 
as 0.008 H* (c: s), anil tl had excellent 
stability and was capable of rapid 
( Manges in frequency. 1 This instrument 
ha* found wide use as a real-time stim- 
ulus lor process control systems, in the 
simulation of mechanical phenomena, 
and in medical, geophysical, and servo 
instrumentation testing. 

Ovei the yesrrs, however, there have 
l>een njanv requests I'm spe( ial versions 
of this instrument. These requests in 
i luded pro\ tsions for programmafaility, 
automatic Crequenq sweep, output g&fc- 

i B, H, 8/unncr, "A New Generator of Frequencies Down to 
0.01 DPS," Hewlett Packard Joarnal. Vol, 2, Ho, ID, July, 1951, 




Fig. 2. Response of frequency -control eir* 

cuits to thanks in (antra! roltngr is aft turn 
by oscillogram displaying oat put of Func- 
tion Generator on 'XIQK* range changing 
frequency over more than 10-to-l range 
(upper trace) as Frequency Control input 
is driven hy 10- volt square ware having 
2 ns rise time (lower truce). At each tran- 
sition in square tvavc. Function Generator 
changes frequency without requiring 
tling-doun period. 




Fig, t, New -Up- Model 33QQA Function Generator has two 

independent on (puts, cath of which supplies any of three Wave 
forms, sine, square, or triangular, throughout 0.0 1 Hz to 100 
kHz frequency range. Plug in capability enables Generator to 
be adapted for a wide variety of special application* (see text). 
Generator serves here as lou frequency trigger generator for 
hrcadhaarded now tooth generator. 



ing, and ability to be phase lot ked with 
another source ol low frequency waw- 
forms, In addition, there were requests 
for modifications that would permit 
the instrument to supply hut one c j i le 
ol a waveform, starting from an arbi- 
trarily selected part of the cycle and 
finishing at die same point. 

THE PLUG IN FUNCTION GENERATOR 
Now. a new Function Generator has 
been designed in die -Up- hoveland 
Laboratories with plug-in capability 
that enables it to be adapted for special 
applications. "T he basic instrument 
supplies sine, square, and triangular 
waves throughout a Frequency range oi 
0.01 11/ to 100 LH/ in seven A m 
ranges. With the 1 rigger Th a sedan k 
plug-in, described on pages 6 through !», 
ihe new r Function Generator [-hp- 
Model 3B00A) ran also function a* a 
tone-burst generator, as a low ■-fre- 
quency pulse genera l nr with or with on I 
pulse-width modulation, as a frequent \ 
multiplier, and as a phase-locked osi il 



la tor with variable phase control, as 

well as having many olhei spe< ial capa- 
bilities. 

Vdditional flexibility of operation is 
made possible In the provision foj elct- 
tnmu frequency control in the new 
generator. The frequency may be fcon- 
irolled thioughoul anv ol the decade 
frequency ranges h\ an external!) -sup- 
pled voltage applied through a tear- 
panel < niiiici tor. The output Ereq ta.ru \ 
ma\ i h ns hi piogiatuTiied. when usrif 
in automatic systems, oi ii may be 
swept m \n (jueni v-modulated b\ re- 
mote < onnul, I he vohage-io-lmpiem s 
transfer function i 1 * linear within 1% 
and the transient response of the fare 
quern \ control < in m'ts is exceptionally 
good (see Fig. 2). 

Vmohg olIki useful features, the in- 
■^r h uineni has two output stages supply- 
ing two separate waveforms for use in 
analog computers oi other multiple 
waveform systems. Either output sup- 
plies am one of the three waveforms 
(sine, square, or triangular) iudepend- 



• 2 



)Copr. 1949-1998 Hewlett-Packard Co. 



cntly of the other output and with 
amplitudes up to 35 volts peak-to-peak 
into an open circuit or 15 volts into 
BOO ohms. Body outputs are short-cir- 
i nil prool .intl may be u miniated in 
any impedance with very little deteri- 
oration in ihe output signal (nominal 
outpui impedance is 600 ohms). 

Each output is d* -coupled and has a 
separate, individual!) adjustable, Hi 
dB attenuator. In addition, one outpui 
may Ik- switched n» supph an inverted 
version oi the waveform appearing ai 
the other output, enabling the instru- 
ment to supply push-pull signals bal- 
anced to ground <»n any of the wave- 
forms at any Erecjueney, Loading ol our 
outpui has noeffec i on the other. 

BASIC OPERATION 

\ block diagram of the new Func- 
tion Genet a lot is shown in Fig. L The 
heart of the generator is the Triangle 
Integrator which generates a triangular 
Waveform as the Integrator capacitance 
is alternately charged and discharged 
through constant current sources. 

In t raring the sequence of events 
thai sustain oscillations, assume that 
the tntegrator output has ju*t passed 
the peak ol the triangular waveform. 
The Integrator output is then a nega- 
tive-going voltage ramp, a result of the 
t barging i intent / supplied to capaci- 
un (; by the Upper Current Source, At 
the same time, however, the Upper 
Current .Source also supplies an equal 
current to the Lower Current Source. 

The ramp conti n u es I i ti ea 1 1 y u mil it 
arrives at a fixed voltage level that trig- 
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Fig. 3. New -hp- Model 3300 A Low Frequency Function Generator, 
shown here with Trigger f Phase-Lock Plug-in, is voltage- program- 
mable through rear panel connector. Separate outputs supply any 
two of avai table waveforms (sine, square, triangle) or may be used 
together in balanced push- pa If configuration. 



gers the Voltage Comparator Muhi- 
vibrator, which in turn shuts off the 
Upper Current Source, The Lower 
Current Source continues to draw a 
current /. bui this current is now sup 
plied by the discharge of capacitor C. 
The Integrator output thus becomes a 
positive-going ramp, which continues 
until reaching a voltage level that re- 
sets the Voltage Comparator. The Up- 
per Current Source thus is turned on 
once more. Oscillations arc therefore 
self-sustaining at a i ret] u e n ey deter- 
mined bs l lie ramp slope and In the 
voltage difference between the two trig- 
gering levels. 

The upper and lower triggering lev* 
els remain fixed so that a change in 
frequency, b> a change of tamp slope, 
does not affect waveform amplitude. 
I he ramp slope i> determined by the 
size of capacitance C and by the 
amount oi current How. The voltage 
at die input to the ( anient Control. 



supplied eithei bv a potentiometer at- 
tached to the FREQUENCY dial or by an 
external source, determines the current 
how and hence the frequency of oscilla- 
tion within sJ decade range, Range- 
t hanging is accomplished by switching 
the value of capacitor C. 

I fu Current Control circuit estab- 
lishes the tin rem. How through both 
the Upper and Lower Current Sources 
such that the current through ihe Up- 
per Sou oc is always twice that through 
the Lower Source. The current flow 
into the Integrator during one halt ol 
the waveform < \< le is thus equal In the 
can rem How out of the Integrator dur- 
ing the othet halt of the cycle, assuring 
waveform symmetry. Switching only 
one i urreii i control device requires less 
drcuitT) arid also avoids the transients 
thai would result if both were switched 
simultaneously. 

The frequency is controlled through- 
out a decade frequency range hv a volt- 
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Fig, 4. Basic circuitry of Model 3 300 A Function 
Generator^ Shorting bar on rear panel is re- 



moved to disconnect FREQUENCY dial and 
allow use of external frequency control collage. 
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Fig. 5. Long-term frequency stability is shown by 20- hour wording 
of Function Generator operating at 1 kHz at low end of 'XlK T range. 



age ranging trpm n m —10 volts. The 
voitage-io-frequency transfer fu tut ion 
is Lineal within [% t enabling program- 
ming ai < iu h \ . towei FM envelope tits 
tortion, and linear frequency sweeps. 
When ihe output hrc|iieii(A is under 
«nn hoi o] the front-panel frequency 
dial, the accuracy of selling is within 
±1% (of maximum dial setting) io hi 
kHz (2% io 1.00 kHz), 

Because of the susc-c-pt ibilii \ oi nan 
sistor performance to changes in teui 
perature, the luiient control circuitry 
is mounted in an oven maintained <u a 
constant temperature Long-term fre- 
<jurui\ Mobility of better ihan <> I', is 
thus obtained (see Fig, 5). 

SINE-WAVE GENERATION 

The basic circuit provides both 
square and triangular waves. Sine 
waves are synthesized from the triangu- 
lar waves by the shaping network, a 
iioii linear diode-resistance network 
that changes impedance as ihe wave 




Fig, K. Multiple exposure oscillogram 
shows high quality of waveforms produced 
by neat Function Generator. Sine wave 
distortion is less than 1% from 0.01 Hz to 
10 kHz and no more than $% up to Km 
kHz. Square wave rise and faff times arc 
better than 0,25 ps with tes$ than W% over- 
shoot and 1% sag. Triangular waveform is 
linear within !% from Gtf! Hz to 50 kHz 
and within 2% to 100 kHz, Any two wave- 
forms are available simultaneously* Sync 
pulse, coincident with triangular and fine 
wave t tests, is available from rear-panel 
connector. 



Form voltage level changes [see Fig. 7). 
Fhe nonlinear network progressive!) 
reduces the dope of the triangular 
waveform* achieving a sine wave with 
less than i% distortion. 

The lu.rw use of feedback in the am 
phfiets anil in the power supplies In- 
sures a constancy of waveform ampli- 
tude, the line wave frequency response 
being within 1% up to 10 kHz, and 
within ±2% up io 100 kHz. The tit 
component in the output 1 waveform h 
less than 0,5% of the peak-to-peak 
waveform voltage and tit drifl is con- 
siderabl) less than 0,5% pei day. 

GROUNDING SYSTEM 
The new instrument has a flexible 
grounding system which allows ii to be 
used wiih d< voltage offsets while the 
cabinet remains at ground potential. 
An Isolated conne< tion is also pros ided 
for internal shielding ih.n allows the 
generator to Ik used with guarded and 
Moating sy\temv To permit these 
grounding arrangements, the new Low 
Frequency Function Generator has 
foul independent elect! it a I grounds. 



These are: 

I. Cart nil ground 

11 Output ground, connected to the 
ground terminal ol all output niinin 
tors, whh I] are insulated From hoih the 
cabinet and < in uir grounds. 

3. Shield ground, whu h is couuet led 
to an isolated internal enclosure thai 
i on tains the < ircui-trj , 

I. Power hue ground, connected to 
the outer cabinet and the grounding 
lead in the power cord 

Normally, all the grounds arc con- 
nected togethej on a reai panel con- 
nector strip. A dc oil set voltage is ap- 
plied in the output w.iwlutni. without 
Roaring the cabinet or outpui connec- 
tors, l»\ connecting a power supply be- 
tween circuit ground and the other 
grounds* The genera toi mas be used in 
a guaided system h\ connecting the 
shield ground alone io the guard cir- 
cuit. Other grounding arrangements 
may be used as required, 

PLUG-INS i 

Connections to the Current Control, 
to both the Ippei and Lowei Can rent 
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Fig, 7. Sine-wave shaping network uses diodes to switch in addi- 
tional resistors in shunt with resistor H as triangular waveform 
swings towards peak value. Waveform is progressively flattened 
towards peak*, achieving very good approximation tt> sit 
Actual circuit uses 12 diodes for minimum distortion. 
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Fig. 8. Typical short term frequency stability of new 

Function (iftu'iutnr ttpt'txttinii at 100 lit: 



Sources, and to the Integrate*] capaci* 
toi are completed through the plug-in, 
Any ot these functions ma) therefore 
be i on-trolled by < iu utis in the plug-ins 
to achieve special operating character* 
istu s. 

I fir -h P - Model S99I.A Auxiliary 
plug- in simply completes these circuits 
to permit operation ol the basii Func- 
tion Genefatoj in the mannei just «lr 
scribed, rhe -hp- Model SWM Trig 
uit Phase-Luck pln^-in broaden* ihe 
t apabilxties <»i Hie Funi turn Generatoi 



SPECIFICATIONS 

-hp- MODEL 3 300A 

FUNCTION GENERATOP 

twilh Model 330] A Auxiliary P!u9^in) 

OUTPUT WAVEFORMS; Sinuso-dal, square, and 

tnanftular selected by panel switch. (Any 

two outputs available simultaneously I 
FREQUENCY RANGE: 0,01 Hr to 100 kHz in 

seven decade ranges. 
FREQUENCY RESPONSE: ±1%, 001 Hz to 

10 kHz: + 3%, 10 kHz to 100 kHz, 
DIAL ACCURACY: ± 1% of maximum dial set 

ting M minor dial division), 0,01 Hz to 10 

kHz; + 2% of maximum dial setting {2 

minor divisions), 10 kHz to 100 kHz. TC: 

i"„/ D C. 
MAXIMUM OUTPUT PER CHANNEL: >35 volts 

p-p open circuit; >15 volts p-p into 600 

ohms; >2 volts p-p into 50 ohms. 
OUTPUT ATTENUATOR: Continuously variable. 

>40 dB range. 
OUTPUT IMPEDANCE: 600 ohms nominal {both 

channels). 
SINE WAVE DISTORTION: <I%. 0.01 Hz to 

10 kHz; < 3%, 10 kHz to 100 kHz- 
SQUAftE WAVE RESPONSE: .250 ns nse and 

fad time on alJ ranges: <t% sag, 

overshoot, <1% symmetry error. 
TRIANGLE LINEARITY: <1%, 001 Hz to 50 

kHz; 2%, 50 kHz to 100 kHz: <l% sym 

metry error. 
SYNC PULSE OUTPUT: > 10 volts peak. 

open orcuil, * 5 j/s duration. Sync pulse 

occurs at crest of sine and triangular wave 

output. 
DC STABILITY: Drift 5% of peak to peak 

amplitude. 
REMOTE FREQUENCY CONTROL: to -10 

volts changes frequency linearly greater 

than 1 decade within a single range. Fre 

quency resetability with respect to voltage; 
I 1 ., of maximum frequency on range se- 

lected. 
POWER: 115 or 230 volts r ±10%, 50 to 1000 

Hz. Approximately 50 watts. 
SIZE: Nominally 5 In. high, 16 in. wide, 11 en. 

deep (]?7 < 406 « 279 mm i 
WEIGHT: Net 20 lbs (9 kgj Shipping: 24 lbs 

U0,8 kg). 
PRICE: -hp- 3300A Function Generator 

$570.00 

-hp- 3301A Auxiliary Plug In: $20 00 

Prices f.ob. factory. 
Data subject to change without notice. 



To a signifi(-;mi decree, as de&* ribed on 
pages i> through \l 
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Fig, 9, Oscillogram shoics that output 
waveform (upper trace} responds lo 
change in frequency von trot < oltagc (hunt 
trace) within 0,5 p& Sweep speed here U 
I cm/OJS user. Upper waveform is sine 
warr output of Function (Generator, 
changing from to kHz to 100 kHz. 

ideas and suggestions of John Boat- 
wrighi and Marco Negrete are most 
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Robert /.. Dudley 

HERTZ' ADOPTED BY IEEE 

On October 14. the JEEE Standards Co 
ordinating Committee 14 on Quantities and 
Units adopted the name 'hertz' for the unit 
of frequency. This name had earlier been 
adopted by the National Bureau of Stand- 
ards and before that by the International 
Committee on Weights and Measures and 
by the International Electrotechnical Com 
mission, IEEE Committee adoption of 
'hertz' applies to the publication of tech- 
nical and scientific data. 

In adopting 'hertz' the IEEE Committee 
observed that 'hertz' is preferred because 
of the widespread use of cycle 4 alone as a 
unit of frequency. 'Cycle per second' is, of 
course, technically correct, but the use of 
'cycle' in place of cycle per second' is de- 
clared incorrect. 

IEEE adoption of hertz* came about as 
part of the Committee 14 adoption of the 
International System (St) of units for the 
IEEE. These units were earlier adopted by 
the International Committee on Weights 
and Measures and were printed in the 
March. 1964 f issue of the 'Hewlett Packard 
Journal," 

Another aspect of the recommended 
practice adopted by the IEEE Committee 
is that the use of British American units 
is deprecated. The recommendation states 
that the 'number of British American units 
In use should be reduced as rapidly as pos 
sible/ The SI System incorporates the 
metric system. 

In the June, 1965, issue, the 'Hewlett- 
Packard Journal* indicated that it would 
increasingly adopt 'hertz/ That term is 
used m this issue and will be generally used 
in the future. 

Readers may be interested in referring 
to the list of $1 units and of SI multiples 
and submuftiples 1 printed previously herein. 

1 " International System of Unit?," Hewlett-Packard Journal. 
Vol. 15, No, 6 4 Mar.. 1964. 

i "New SubrnoltipJe Prefix," Hewlett- Pack art Journal, Vol. 
14, No. 7-8, Mar.-Aflu 1963. 
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THE TRIGGER/PHASE-LOCK PLUG-IN 

A plug-in for the low-frequency function generator results 
in a variety of signals in the 0,01 to 100,000 hertz range. 



1 hi -hp- Model 8302 \ IHgger Phase 
Lock Plug-in enables the Model 3SO0A 
Function Generator to produce either 
a single t \i \v on a bursi ol ' * y* les oi am 
of ihc output wavefoi ms in response to 
an input trigger, U\ conjunction with 
i U i imnit frequency control, the Wave- 
form bursts m.i\ also be frequency 
modulated. Jn addition, the plug m 
can phase-lock the output frequency to 
.in external signal or to a harmonic of 
an external signal 

The plug-in employs tWO hasi< oper- 
ating principles. In the Trigger* mode, 
ii suppresses waveform generation iii 
the main frame circuits, thus restrict- 
ing the generator output to a single 
waveform cycle oi burst ol cycles. In 
the 'Phase Lock* mode, ii contributes 
a correction voltage to the Punt l ion 
Generatoi impii-nt) control circuits, 
phase-locking the output frequency to 
an external frequency source, 

\\ h< ii the mods swtti h is set to Tree 
Run i Ik." plu^-in circuits arc disabled 
ant! the Function Generator operates 
in its \)ts\t manner. With the mode 
switch sci to either Single' or 'Multi- 
ple* (sec Fig. 1). the plug- in circuits 
slop the generation of waveforms 1>\ 
clamping the output ol the friangli 
Integrator to i i ^ input. The waveform 
generating circuits arc released by 
pressing the manual trigger button on 



MOfiA TRtCGEB/oii*:^ 



STAPl.'StO' 










6. 



Fi& f. Trigger /Phase- Lock Plug-in increases range of 

capabilities of --hp- Model 3300 A Function Generator 

PI tig- in enables generation of single cycles of output 

"urm vr hursts of cych*s.or it pfifisr-lucks Ftitu tinn 

Generator to external signal. 



i lie plug-in "i h\ applying a nigger 
pulse to l ho plug in input (either posi 
rive or negative inputs may be used). 
With the modi switch set to 'Single! 
the circuits complete one full cycle of 
the waveform before being damped 

again. The point in the wavelonn at 
vvhitli waveform generation starts and 
stops i* determined h\ the siaki sine 
phase control, which can be adjusted 
ovei a range of — [HY u> -1-0(1 til thi 
waveform. l ; se ol ilu inverted wave- 
form extends the range from +90 to 
+ 1.7(1 . 

With the mode swiii h set to 'Multi- 
ple! waveform generation continues as 



long as the MANl Kb TRIGGER huiton h 
held down or as long ;rs the input gat- 
ing waveform lasts. On release of the 
\i\m \i nuccEH imitcin. or termina- 
tion ol the gating puUr, waveform geti- 
eration toniinues until arriving at the 
phase .ii which it started, An integral 
number ol waveform i yi les therefore 
always results horn use oi e J >< - Mulu 
ple j mode. 

When tlu- Mum swittli ts set to 
'Phase 1 oc k.' the plug-in i in uits supply 
a tot let tion voltage to the main frame 
frequency control circuits to adjust ihe 
output frequency such that phase lo< k 
is maintained with respec t to t he input 




MULTIPLE CYCLE BURSTS 

The oscillogram here shows one of 
the many outputs obtainable with the 
plug-in MODE switch set to Multiple/ 
Among other applications, the Multiple' 
mode is useful for tone-burst generation 
in peak-power frequency response and 
distortion measurements or in acoustic 
measurements where it may be desirable 
to separate the test tone from the ef- 
fects of echoes, Unlike methods of gen- 
erating pulse bursts by gating the out 
put the method used here actually stops 
oscillations between bursts, obtaining a 
theoretically infinite 'on-off ratio. 



One feature of both the Single" and 
Multiple' modes of operation worthy of 
special mention is that the dc ievel of 
the Function Generator output between 
bursts remains at the waveform level at 
which oscillations stop. The dc level can 
be varied over the peak-to-peak voltage 
range of the waveform by adjustment of 
the START/STOP PHASE control, a use- 
ful technique for measuring the dc re- 
sponse of a system over the same am- 
plitude range that the ac response is 
measured, 
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SINGLE CYCLE BURSTS 



The photographs here show some of 
the variations possible with the Trigger/ 
Phase Lock Plug-in operating in the 'Sin- 
gle' mode. In A. the waveform at top is a 
single cycle triangle with the START/ 
STOP PHASE control set to 4-90*. The 
middle trace shows the output with the 
PHASE control set to 0" and the bottom 
trace is with the PHASE control at -90* . 

Photo B is a dual-trace oscillogram 
of both outputs of the Function Genera- 
tor with channel A set to "Sine" and 
channel B set to M — A/' showing that a 
balanced output can be provided. Photo 
C was made with output channel A set 
for square waves and channel B set for 
triangfes while the PHASE control was 
set at -90 a . This shows how the 3300A/ 
3302A combination can be used as a 
low-frequency pulse generator, with the 




pulse repetition rate determined by the 
externally-supplied trigger rate and pulse 
width determined by the Function Gen- 
erator frequency con trots. 



signal. A frnni panel meter indicates 
when phase lock is iirbievetl I he phase 
relationship between tbe input and 
output signals can be adjusted bv ibe 
front pane) phasi control over a range 
,>l ii to I HI) (180 to 580 b) using the 
inverted ompui m bv reversing the 
input polarity switch). 



The 'Phase Lock* mode functions 
with inpm waveforms of any shape ai 
frequencies throughout -i range <»1 Mi 
H/ to HK) kHz, The phase control cir- 
i nils can track variations in the inpui 
Frequency over .1 range "t M>\ ol thi 
maximum dbil frequency of the se- 

Iccttt! nm^c. The linn lion Generator 



tan be programmed under remote con- 
trol, ol course, to lollnw and remain 
phase loikcd io.i signal that varies over 
a decade range of Frequencies. 

The plug-in circuits will also lock 
the output ErequencA io a hnrmonic of 
the input signal, Furthermore, phase 
lock can be achieved between a h.n 



Oscillogram A shows the sine wave 
output of the Function Generator (lower 
trace) locked to a 5kHz external signal 
(upper trace), The PHASE dial here was 
set to +90 *, locking the Function Gen- 
erator output 90* ahead of the mput 
waveform. Oscillogram 8 shows the 
Function Generator (upper trace) phase- 
locked to the 3rd harmonic of the input 
signal (middle trace), Harmonic phase- 
locking has been found useful for sym 
thesizirfg complex waves by adding the 
input and output waveforms together 
(lower trace). Phase locking to harmon- 
ics is also useful for frequency multipli- 
cation. Phase-locking to greater than the 
1200th harmonic of low frequency wave- 
forms has been achieved with this in- 
strument. 



PHASE LOCK 
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FM PULSES 



3300A 
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^External freq control 
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FUNCTION GENERATOR 
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3 3 02 A 

PLUG-IN 
INPUT 



Outputs 

In the diagram here, the lower Func- 
tion Generator is gated by the square 
wave output of the upper Function Gen 
erator and its frequency is simultane 
ously modulated by the triangle output 
of the upper Generator. The result is an 
FM burst, much like a low-frequency ver- 



innnit of the input signal and a har- 
monic oi the output. The Function 
Generator may rhus be used to suppl) 
;i variet) «>t stable frequencies while 
locked on io a single stable frequency 
standard. Conversely, one < an phase 
loi k m n relatively unstable signal and 
translate the input frequency charac- 
teristics in ;j variety of othei frequen- 
cies. 

The instrument can be synchronized 
with frequencies below li> 11/ h] using 
the plug-in ■ r a the 'Single' mode. The 
phase of i he output with respe* i to the 
input is then determined b) the setting 
ol tin- >t vki Mur phase control. 





— 








a nun iip 


Jll Milium 


rtfll 


Jll — 




HflHHl 


1 



ston of the FM pulses of 'chirp" radar. 
This provides a swept frequency signal 
wjth retrace blanking. This type of signal 
may also be used as a test signal for 
pulse decodrng circuits, with a smalt 
amount of FM introduced to simulate 
noise. 



CIRCUIT OPERATION 

\ block diagram ol the Triggers 
Phase-Lock Plug-in operating in the 
' [rigger* mode \> shown in Fig, 2. In 
i fie .ibMthr -it an input nigger, the 
Gating Amplifier suppresses oscilla- 
tions in the Function Generator main 
frame circuits l>\ Hosing a negative 
feedback path around the Triangle In* 
tegrator, 

1 lie m. nn ii.imt circuits are per- 
mit led io oscillate in response to a 
trigger pulse derived from either the 
from panel push -button oi from an 
external source. The trigger pulse 'sets' 
the Phase Multivibrator and the re- 



sulting positive voltage step is coupled 
through diode CR1 and the Gating 
Amplifier to diode CR2, back-biasing 
diode CR2. This opens the negative 
feedback loop allowing the main frame 
tin nits to oscillate* 

When the plug-in is in the 'Single' 
mode, the Phase Multivibrator is reset 
by the positive transition ol the square 
wave I join the main frame, a* shown on 
the diagram. In the multiple mode, the 
main frame square wave is gated ofl b) 
a gating signal from the input circuits 
(nut shown in diagram) and the Phase 
Multivibratoi is not reset until the 
next-occurring scjuare-w;ive positive 
transition following termination of the 
input gating signal. 

The Phise Multivibratoi is reset in 
coincidence with the positive peak of 
I he iriaugLilaj waveform! but the w;i\e- 
loiui holds CR2 back-biased until it 
falls io die voltage level at which it 
started. Diode t:R2 then becomes for- 
ward-biased, the negative feedback 
lofip closes, um\ oscillations stop. The 
point in Lhe triangular waveform at 
which oscillations si an and stop can be 
sele* ted b) adjustment ol the Crating 
Ampliliei d< level with the start/stop 
imi vsi: control, 

I he phase-Ioi k circuits are dia- 
grammed in Fig. "A. Here, the Phase 
Multivibrator functions as a phase de- 
tee I or that is sei by lhe input signal 
and reset b> the main frame square 



fSTAR'SIOnPHASF] 



From Uppet 
from Current Source 

Frequency 

Control 
Circuits 




Inverted square wave 
from Mam Frame 



Plug-in Main Frame _ 



Fig. 2. Block diagram of T rigger/ 'Phase - Lor k Piug-in in Singh' or 'Multiple' 

modes of operation^ (Note: triangular waveform shewn here is inverted by 

output amplifiers before arriving at output terminals I 
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MODULATED PULSES 



The photo here shows one of the vari- 
ations possible with simultaneous singte 
cycle triggering and electronic frequency 
control The plug-in is triggered repeti- 
tively from an external source while the 
frequency of the Function Generator is 
modulated by another source. Thus, a 
pulse-width modulated signal can be ob- 
tained for checking out a low frequency 
PWM system. 



wave. 1 "he width <»J th** resulting pulses 
ilius corresponds to the phase ctiftei 
ence between i lie input and main 
frame signals. 

1 J ii- pulses are filtered to derive a <tt 
control voltage, proportional iu pulse 
width, thai is added h> the Frequenc) 
control voltage supplied to the Current 
Control circuit in the main I nunc. Any 
tendency on the pan ol the main Frame 
and input signals ro drill in frequency 
with respect u> each oihn results in a 
i hange in control level I hat ad juM% r he 
main Erame frequency to maintain 
phase lock with the input 

I he meter monitors die i oni i oE \ oli- 
age a I the output of the phase detector 
filter. When the Function Generator is 
tuned exactly with respei t t<> die input 
signal, the meter pnintr? is (entered. 
The pulse dut\ cycle, :iml heme the 
signal phase difference that brings the 
pointer to the center position * .in be 
adjusted hv die phase control, rfais 
control may thus he used to establish 
the phase difference between the input 
and output signals and is calibrated 




SIGNAL MULTIPLICATION 

e l t Ext. freq. control 



throughout a range ■>! <* to J hi i phase 
di Herein e. 

I he Phase fcfuittvibratoi is set onl) 
l>\ the tnpui signal ind, Following re- 
set, is unaffected b) additional reset 
triggers until it is set once more. Thus, 
a useful phase lot k control voltage "^ 
derived when the main frame square 
wave osi tllates at some frequency mul- 
tiple ol the inpui . A 1 1 out panel swit< h 
(< mi w \i j mi< reases the range ol the 
phase control, when in the i n<\i posi 

r ion . to compensate for the reduction 
in pulse duty cycle during harmonii 
|)iiase-l(M k operation. 

II the main frame and input he- 
quern ies are related In an integral in - 
quem \ ratio (e,g. etc) then tin 
output ol the phase multivibrator con 
ststs ol a train <H pulses ol unequal 
widths, hut with a i egnlai ly-iertn i in^ 
pattern ol pulse widths. Such a train 

likewise deu [ops ;j de \nll;j^e thai Can 

lock the main frame Frequency to the 
input! e\en though the two Frequen 

lies tn;iv not be in a dirett bannonk 
relationship. It is thus possible to 
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A combination of pulse-width modula- 
tion and pulse-repetition-rate modula- 
tion creates an electronic multiplier As 
shown in the diagram, one signal (e,) 
modulates the frequency of the first 
Function Generator which in turn trig- 
gers the plug-in of the second Function 
Generator operating in the 'Single' 
mode. The other signal (ej controls the 
frequency, and hence the pulse width, 
of the second Function Generator. The 
result is a pulse train modulated both in 
pulse width and in repetition rate. The 
pulse train is filtered in an active low 
pass filter to obtain a dc voltage (ei) 
that is proportional to the product e> 

X 6i. 



phase-lock ifae Function Generator to 
a frequency ihiit does not bave an in 
tegral relationship to the output, 

Robert L. Dudley 



Fig. 3, Block diagram of Trigger/ Phase 
Loch Plug in in 'Phase Loth' mode. 



SPECIFICATIONS 

-hp- MODEL 33Q2A 

TRIGGER/PHASI-LOCK PLUG-IN 

MOOES OF OPERATION: 

Singte cyde 
Multiple cycle 
Phase lock 
Free run 

TRIGGER REQUIREMENTS: 

SINGLE CYCLE: Manual or external DC 
coupled Requires ,it least OS volt to trigger 
externally. May be triggered with positive or 
negative input voltage < ' 20 V p-p mrrx.J 
MULTIPLE CYCLE: Manual or external start/ 
Mop, DC coupled Requires M least 0.5 volt 
to start, volts la stop. May be triggered 
with either positive or negative input volt- 
age i 20 V p p man.) 

PHASE LOCK U0 Hi to 100 kHz)- DC 
coupled Requires at least 0.5 volt peak-to 
peak to lock, 10 volts peak- to peak for speci- 
fied accuracy with sine wave input Locks on 
fundamental or harmomc of mput s«k 

PHASE ACCURACY: 10' from 10 Hz to 10 
kK* :. ZQ* from 10 kHz to 100 kHz. (Fun 
(lament a I only,} 

INTRODUCED DISTORTION: 1% 10 Hz to 
10 kHz. <3% 10 kHz to 100 kHz fFunda 
mental only.} 

WEIGHT: Net: 1 lbs (1,4 kg) Shipping: 5 lbs. 
<2,5 kg) 

DIMENSIONS; 4 % in high, 6", tl in wide, 10' , 
in deep (120,7 x 153.9 x 260 t 4 mm]. 

PRICE: -hp- 3302A Trigger/Phase Lock Plug- 
in; $190.00 

Prices fob factory, 
Data subject to change without notice. 
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NBS STANDARD FREQUENCY AND TIME BROADCAST SCHEDULES 

The diagrams presented here, with explanatory notes, summarize the 
standard frequency and time services provided by the National Bu- 
reau of Standards radio stations WWV f WWVH, WWVB, and WWVL. 



HOURLY SCHEDULES OF 
WWVB AND WWVL 



HOURLY BROADCAST SCHEDULES OF WWV AND WWVH 




WWVB (Carrier: 60 kHz): Station is identi- 
fied by 45* advance in carrier phase start- 
ing at 10 minutes after each hour and 
returning to normal at 15 minutes after 
each hour Time is disseminated contmu 
ously by amplitude modulation of carrier 
level with once persecond pulses. Modula- 
tion consists of 10-dB drop In carrier level 
during a pulse. Width of pulses carries time 
information in special "WWVB" format. 
Each time frame, which includes UT2 cor 
rections, lasts 1 minute. Note: WWVB car 
rier frequency is now maintained without 
offset with respect to United States Fre- 
quency Standard. 

WWVL (Carrier; 20 kHz): Program is experi 
mental and subject to change. At present, 
WWVL broadcasts continuously and is iden- 
tffied in Morse code on 1st, 21st p and 4Lst 
minute of each hour by station cafl fetters, 
repeated 3 times, followed by frequency 
offset. Code is produced by "on-off carrier 
keying, WWVL carrier has -150 parts in 
lO 10 offset with respect to United States 
Frequency Standard. 



TIME PULSE ADJUSTMENTS 

The National Bureau of Standards has an- 
nounced that the clock which controls the 1 sec 
or id time pulses from standard broadcast station 
WWVB (60 kHz) was retarded by 200 millisec on 
Oct. I, 1965 This change is in keeping with the 
prevtously announced policy of maintaining the 
WWVB time pulses within 100 ms of the UT2time 
scafe (the period between the WWVB time pulses 
is 150 parts in 10 J shorter than the period be- 
tween UT2 seconds, a difference of 0.0013 sec- 
ond/day). The WWVB time pufses have already 
been retarded 200 msec on each of three occa- 
sions during 1965. on Jan. I, April 1, and July 1 

There were no changes in the phases of time 
pulses of NBS high frequency stations WWV and 
WWVH on Oct. I, 1965. Retardations of 100 ms 
each were made on Jan. 1, Mar. 1, Jul. 1, and 
Sept. l f 1965 



WWVH slat >>orr anrtcmncemfini ; r~j 

and frequency 



PI WWV station announcement 1 , frequency 
offijgt* and pfOpagatron forecast v 




Earner Frequencies IMHr 




WWV 


.:• : , 


t. 


• 


IS 


.'■.i 


25 




2.5 


B 




IS 


-• 


— 



1 Cat I letters and Universal time in Morse code, 
call letters and Eastern Standard time {WWV) 
or Hawaiian Standard time (WWVH) by voice. 

2. Frequency offset; amount in parts in 10 : by 
which transmitted frequencies are offset from 
U. 3, Frequency Standard; broadcast in fast 
Morse code immediately following voice an 
riDuncement on the hour only. Symbols now 
transmitted are M150 r meaning minus 150 
parts in 10", 

3. Propagation forecast (WWV only): condition af 
ionosphere m North Atlantic area, at time of 
last issue, and radio quality expected in sub 
sequent 6 hour period (forecasts issued at 
0500, 1200 — 1100 in summer— 1700 and 
2300 UT) r Letter portion identifies radio quaf 
ity at time of forecast and numbered portion is 
forecast of expected quafity on typicat North 
Atlantic path during 6-hour period foltowrng 
forecast, according to following scale. 

Disturbed Unsettled 

grade (U) 
5. fair 



grades (W) 
1, useless 
2 very poor 

3. poor 

4, poor to-fair 



Normal 
grades (N) 

6, fair to good 

7, good 

8, very good 
9 excetfent 



4. Seconds pulses are transmitted continuously 
except for 59th second of each minute and 
during silent periods. Each minute starts with 
two pulses spaced by 0.1 second. 



5 100 pps timing code: binary coded 1000-Hz 
tone gives Universal Time in seconds, minutes, 
hours, and day of year for use as unambiguous 
time base during data recording in scientific 
experiments. Format used is NASA 36 bit Time 
Code with 2-ms pulse for "0" and 6 ms pulse 
for "1." Each frame lasts 1 second, repeated 
once per second during 1-mmute broadcast 
interval. 

6. Geoalerts: slow Morse code to identify days on 
winch outstanding solar or geophysical events 
are expected or have occurred during previous 
24 hours. Geoalert is identified by letters 
"GEO ' followed by one of following fetters re 
peated five times: 

M — Magnetic storm C — Cosmic ray event 

N — M a g net ic q u i et W — Stratospheric 
S — Solar activity warming 

Q — Solar quiet £ — No geoalert issued 

7. UT2 time corrections: corrections to be applied 
to time signals for obtaining actual UT2 time 
within ±3 ms. Corrections, in Morse code, 
begin with UT2" followed by either *AD' L (for 
ado*) or SU" (for subtract) in turn followed by 
number of milliseconds to be added or sub 
tracted from time as broadcast. 



TONE 
[when broidcisl)- 



F or mat: 



-0 010 



wv 



Seconds 
pulse 
-*( 0,005 
| sec 



-&.Q25 



TONE 



—J ^ _^ 

WWV 5 cycles at 1000 Hi 

WWVH fi cycles it i?0O Hj 
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A TECHNIQUE FOR MAKING ULTRA-PRECISE MEASUREMENTS 
OF MICROWAVE FREQUENCY STABILITY 

Standard laboratory instruments are interconnected to provide 
a system that measures the short-term frequency stability of 
microwave sources to a precision of better than 1 part in 10". 

Oiuurm measurements of highly 
stable microwave liet|ucn(y sources 
have been difficult because of the lack 
of suitable ink rowave frequent \ stand* 
ards. This situation was greatly im- 
proved h\ the development of the -hp~ 
Mode] 5IQQ/5110A Frequency Synthe- 
sizer, 1 from whkh jnit rowave trt-qiien- 
c it-s ( .in be lit rival by frequent} multi- 
plication. Hie 5 billion discrete fre- 
quencies available in this instrument. 
I'tom to 50 MM/ in 0.01 H/ steps. 
allow the generation of microwave fre- 
quencies with the small offset From the 
measured source that is useful for sta- 
bility measurements. The Synthesize] 
was designed to provide an output of 
lii«h spectral pmit\ especially for |re- 
quency multiplication purposes. 

When stability measurements ate to 
l>t made on sources which themselves 

have a stability comparable to that of 
the .Synthesizer, then the small phase 
instabilities introduced by high order 
Erequency multiplication become sig- 
nificant. Iu reduce the effects of phase 
noise imiodiued by high orders of fre- 
quem\ in li It i j>1 i< aiion, a measurement 
technique using frequency reduction 
was developed in the -hp- Measure- 
ments Standards Lab, Iu this tech- 
nique, the mil rowave Erequency under 
test Is first converted to a lower Ere- 
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Fie. l> I nut rumen tat ion for frequency stability measurements on 
microuave frequency sources. 



plication of the Synthesizer frequency 
b) a hu tor ol only 5). The period of 
i he t-kHz beat-note generated in the 
mixer is measured and averaged over a 



The technique has enabled short 
term stability measurements on micro- 
wave sources with a precision ap- 
proaching 5 parts in H> IJ am (for 1 

second averages). Although precisions selected period of time, usually I sec* 
quencj by use of the phase-locked oneoj two orders oJ magnitude better ond. by the electronic counter. The 
nauski oscillato) in the -hp- Model can be achieved with highly-specialized counter read* the average period with 
259U. \ Miuowavr Frequency Convert- equipment, the method described here a precision of S decimal places* thus 
er. a It is then heterodyned with the ts performed with off-the-shelf equip- obtaining a resolution of 0,0001 p& that 
Synthesiser output to obtain a 1-kHz ment that h readily available. permits the measurement d very small 

beat note for the stability measure- MEASUREMENT SET-UP instabilities in the source, 

ment. Translation of the microwave A, block diagram ol the measurement The measurement is repeated many 
frequent) to i-kH/ increases the ratio setup is shown in Fig. 1. The Frequency times to obtain a statistically signifi- 
oi frequency msubilm to base fre- Converter changes the microwave in- cam number of samples, usually 100. 

put Erequency to a related frequency 
near 250 MH/. This frequency is mixed 
with another, derived from the Synthe- 
siser, that is offset from the Frequency 
Converter output by J -kHz (the ih^ 
rived heoueiuv is obtained bv niulti- 



quency by a large facto) For higfaei 
prei ision in the measurement, 

' Victor E. Vm Duzer t "A 0-50 Mc Frequency SyntfriflfZJgf 
with Excellent Stability, Fast Switching, and Fine Resolu- 
tion," Hewlett Htktri Journal, Vol, 15, No, 9, May, 1954. 

* Rudolph F. Pases, "A New Instrument for Measunng Micro 
wave Frequencies with Ccurtter Accuracy," Hewlett- Packard 
JOiimaL VoF. 15, No. 8. April, 1964, 



The rurs frequency stability of the mi- 
crowave source ts then found by the 
following prot edure. 

The average of the beat-note periods 
(Pi) is calculated and tire deviation 
(^P,) of each measurement is found 1 . 
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Fig, 2, Instruments above dotted fine comprise highly stable 

microwave sourer for evaluating stability measurement sys- 

tem shown below (lotted line. 



The nns deviation (AP im[) ) is: 



dP w =v 



^Pr + AP^ + .-AP,- 



n^ 1 



Where n is the number ol samples. 

Let f = frequent) being cheeked, and 

F = beat frequency 

1 
Since F = p» Al" can be approximated 

AP 
bj differentiation: aF = — -=$ 

Also, by mixer action: At = Al ; 
Thus, the tins Irac tional frcquenc\ de- 
\iation (Ai T) or phase noise is ex- 
pressed as; 



Af 



AP 

~pT 



POSSIBLE ERRORS 

in examining tin possible sources 

of error in this system, one is naturally 

led to consider fit si the performan< eoi 

ilu- transfer OScUlatOl in ibe MKcTO- 

wave Frequency Converter. The solid- 
state push-pull oscillator was designed 
for highest stability, even in ihe ab- 
sence of phase-lock control, and the 



converter phase-locks the oscillator to 
tile input signal. Since a phase-lock s\s- 
tent is inherently ;i second-order servo 
system, the transfer oscillatQi exhibit 
essentia 11> no frequency < nor with re- 
spect to the input frequency in the 
steady state (the Frequency Converts] 
closely tracks frequency deviations at 
rates up to 50 kHz), There is a fixed 
phase error, however, and the question 
thus concerns bow much phase noise 
the transfer o*c ill. nor adds to tin- meas 
men tent. 

lb investigate this, and also the per* 
formance of the entire system, the tesi 
set-up shown in Fig. 2 was used. I In 
signal generator supplying the test mi- 
c rowave signal was phase-locked with 
a I)\nu i Mode] 265 I A Synchronizer to 
i fie same Frequency Standard that 
drives the Synthesizer and Counter. 
\uv phase noise in the Frequency 
Standard therefore does not enter into 
the test since it is common to both the 
source and measurement channels. I li 
Synchronizer, oi course^ is also a pos- 
sible source oi phase noise bm it is a 

source independent ol the Frequency 
( ion vet tei. 




James A. Marshall 

Jim Marshall joined -hp- in 1952 on 
a part-time basis as an assembler while 
attending San Jose State College, After 
obtaining his BSEE degree in 1954 t Jim 
transferred to the production test de 
partment on a full-time basis but was 
called into military service a year later. 
He spent the next two years as an in- 
structor in microwave communications 
in the Signal Corps. 

Jim rejoined — hp— as a product de 
velopment engineer in 1957 and worked 
on the design of the -hp- Model 434A 
Calorimetric Power Meter, A year later, 
he transferred to the -hp— Standards 
Lab where he has been concerned with 
the development of instrumentation for 
precision RF and microwave measure- 
ments including, among other devices, 
the -hp- 11049 series of Thermal Con- 
verters, At present, he is head of the 
Radio Frequency Section in the -hp- 
Standards Lab L He is also treasurer of 
the Precision Measurements Society. 

Jim has done further graduate work 
both at Stanford and at San Jose State. 



The test Frequency I was 2.270 x 
HI", the beal period P was I), 001 s n 
kHz) >nu\ AP 1J1JK was found to be 0.0! 18 
jjsoi 1 LS x 10"* Second, From this, the 
system noise is: 



11.8 X tO* 



(10 i 



. in- 



= 5,2 X 10 l - for one-second averaging. 
This is comparable to the mis frac- 
tional deviation of the Frequence 
Standard used as the baste reference in 
the set-up ol Fig. I. the -hp- Model 
107AR Quarts Oscillator, which lias a 
specified rms fractional frequency de- 
viation ol less than 1.5 x H) n for one- 
m i i\}{\ averaging and which represents 
the state-of-the-art in short-term fre- 
quency stability. The test results shew 
that the system ol Fig. I is capable ol 
measuring the stabilities ol microwave 
systems with a precision comparable to 

the oscillator used as the basic refer- 
ent C\ 

—Janus A. Marsh til I 
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